In 2008, to update their previous result of 1999, the PhysikalischTechnische Bundesanstalt (PTB) submitted a new sample of 88 Y with an activity of about 3.8 MBq to the International Reference System (SIR) for activity comparison at the Bureau International des Poids et Mesures (BIPM). This comparison has the identifier BIPM.RI(II)-K1.Y-88. The degree of equivalence between the equivalent activity measured in the SIR for the new PTB sample and the updated key comparison reference value (KCRV) has been calculated as have the degrees of equivalence with each of the other participants. The results are given in the form of a matrix and a graphical presentation is also given.
Introduction
The SIR for activity measurements of γ-ray-emitting radionuclides was established in 1976. Each National Metrology Institute (NMI) may request a standard ampoule from the BIPM that is then filled (3.6 g) with the radionuclide in liquid form. For radioactive gases, a different standard ampoule is used. The NMI completes a submission form that details the standardization method used to determine the absolute activity of the radionuclide and the full uncertainty budget for the evaluation. The ampoules are sent to the BIPM where they are compared with standard sources of 226 Ra using pressurized ionization chambers. Details of the SIR method, experimental set-up and the determination of the equivalent activity, A e , are all given in [1].
Since its inception until 31 December 2010, the SIR has measured 944 ampoules to give 699 independent results for 65 different radionuclides. The SIR makes it possible for national laboratories to check the reliability of their activity measurements at any time. This is achieved by the determination of the equivalent activity of the radionuclide and by comparison of the result with the key comparison reference value determined from the results of primary realizations. These comparisons are described as BIPM ongoing comparisons and the results form the basis of the BIPM key comparison database (KCDB) of the CIPM Mutual Recognition Arrangement (CIPM MRA) [2] . The comparison described in this report is known as the BIPM.RI(II)-K1.Y-88 key comparison.
Participants
Since 1976, twelve NMIs and two other laboratories have submitted thirty-five ampoules for the comparison of 88 Y activity measurements. The activities ranged from about 400 kBq to 29 MBq. The PTB submitted a further ampoule to the SIR in 2008. Their previous submissions [3] are also listed in Table 1 . 
NMI standardization methods
Each NMI that submits ampoules to the SIR has measured the activity either by a primary standardization method or by using a secondary method, for example a calibrated ionization chamber. In the latter case, the traceability of the calibration needs to be clearly identified to ensure that any correlations are taken into account.
A brief description of the standardization methods for each laboratory, the activities submitted and the relative standard uncertainties (k = 1) are given in Details regarding the solutions submitted are shown in Table 3 , including any impurities, when present, as identified by the PTB. When given, the standard uncertainties on the evaluations are shown. The BIPM has a standard method for evaluating the activity of impurities in SIR ampoules using a calibrated Ge(Li) spectrometer [7] . The CCRI(II) agreed in 1999 [8] that this method should be followed according to the protocol described in [9] when an NMI makes such a request or when there appear to be discrepancies. 
Results
All the submissions to the SIR since its inception in 1976 are maintained in a database known as the "master-file". The activity measurements for 88 Y arising from previous submissions are given in [3] . The previous results for the PTB are reproduced in Table 4 together with their latest result.
The relative standard uncertainties arising from the measurements in the SIR are also shown. This uncertainty is additional to those declared by the PTB for the activity measurements shown in Table 2 . Although activities submitted are compared with a given source of No impurities were identified by the PTB and as the results have proved to be consistent with time, no corrections for impurities are necessary.
The results for the PTB are self-consistent within one standard uncertainty, apart from the 1980 result from the ASMW.
The key comparison reference value
The key comparison reference value is derived from the unweighted mean of all the results submitted to the SIR with the following provisions: a) only primary standardized solutions are accepted, with the exception of radioactive gas standards, for which results from transfer instrument measurements that are directly traceable to a primary measurement in the laboratory may be included 1 ; 
Degrees of equivalence
Every NMI that has submitted ampoules to the SIR is entitled to have one result included in the KCDB as long as the NMI is a signatory or designated institute listed in the CIPM MRA, and the result is valid, that is, not older than 20 years. Normally, the most recent result is the one included, as is the case here for the PTB. An NMI may withdraw its result only if all the participants agree.
The results of the regional comparison designated as the APMP.RI(II)-K2.Y-88 comparison are also included in the KCDB and have been re-evaluated using the updated KCRV.
The degree of equivalence of a given measurement standard is the degree to which this standard is consistent with the key comparison reference value [2] . The degree of equivalence is expressed quantitatively in terms of the deviation from the key comparison reference value and the expanded uncertainty of this deviation (k = 2). The degree of equivalence between any pair of national measurement standards is expressed in terms of their difference and the expanded uncertainty of this difference and is independent of the choice of key comparison reference value.
Comparison of a given NMI with the KCRV
The degree of equivalence of a particular NMI, i, with the key comparison reference value is expressed as the difference between the results
and the expanded uncertainty (k = 2) of this difference, , known as the equivalence uncertainty, hence
taking correlations into account as appropriate [10] .
Comparison of any two NMIs with each other
The degree of equivalence, D ij , between any pair of NMIs, i and j, is expressed as the difference in their results The uncertainties of the differences between the values assigned by individual NMIs and the key comparison reference value (KCRV) are not necessarily the same uncertainties that enter into the calculation of the uncertainties in the degrees of equivalence between a pair of participants. Consequently, the uncertainties in the table of degrees of equivalence cannot be generated from the column in the table that gives the uncertainty of each participant with respect to the KCRV. However, the effects of correlations have been treated in a simplified way, as the degree of confidence in the uncertainties themselves does not warrant a more rigorous approach. Table 5 shows the matrix of all the degrees of equivalence as they appear in the KCDB. It should be noted that for consistency within the KCDB, a simplified level of nomenclature is used with A ei replaced by x i . The introductory text is that agreed for the comparison. The graph of the first column of results in Table 5 , corresponding to the degrees of equivalence with respect to the KCRV (identified as x R in the KCDB), is shown in Figure 1 . This representation indicates in part the degree of equivalence between the NMIs but does not take into account the correlations between the different NMIs. However, the matrix of degrees of equivalence shown in yellow in Table 5 does take the known correlations into account. Right-hand axis is indicative only
Conclusion
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